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Detection and Enumeration of
Escherichia coli and coliforms

Part 1 : Membrane Filtration Method

Standard NF EN I1SO 9308-1 (September 2000)

PREPARATION ---vcoveeveemeemeamee it :

Filter 100 ml of water (or more, e.g. 250 ml for bottled water)
Apply the membrane on TTC-Tergitol 7 agar plate
(ref. AEB121461 - 10 x 55 mm plates)

INCUBATION «-eeveveeeeeeemeremmeiemeeee Mttt sttt :
: Incubate (21 £ 3) hours at (36 + 2)°C :

In the absence of typical colonies, extend the incubation up to (44 + 4) hours
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© Select at least 10 typical colonies (yellow coloration under the membrane) :
Prick them out respectively on :

: Trypcase Soy Agar N Tryptophan Broth :
. (ref. 43011 - 20 x 90 mm plates) : : (ref. AEB111373 - 100 x 3 ml tubes) :
Incubate (21 * 2) hours Incubate (21 % 3) hours )
at (36 £ 2)°C P at (44 £ 0.5)°C : \/
Perform an Oxidase test Check indole production =
(ref. 55635 - . red coloration with
Oxidase reagent 0.75 ml) o Kovacs reagent
: (ref. 55631 - 25 ml vial)
Distinctive colony, Oxidase neg. = coliforms
Distinctive colony, Oxidase neg. and indole pos. = E. coli
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