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Detection and Enumeration of
spores from anaerobic
microorganisms (Clostridium)

Part 2 : Filtration Method on membrane

Standard NF EN 26461-2 - T90-417 (July 1993)

PREPARATION e evveermeeemmmemee et :

Heat the water sample for 15 minutes at (75 + 5)°C
in order to select spores

INOCULATION - covveveveme :

: » Method 1 : Apply the membrane top side facing
¢ down on the bottom of an empty Petri dish (& 90 mm)
Dispense 20 ml of T.S.C Agar (without D-cycloserin) on the membrane.

: « Method 2 : Apply the membrane on a T.5.C Agar (without D-cycloserin) plate.

! 1.5.C Water (ref. AEB122899E - 100 x 20 ml tubes)
. T.S.C Water (ref. AEB622896E - 6 x 100 ml bottles)

INCUBATION - eoveormeemmmmmmmeieeee Mo :

Incubate in anaerobic atmosphere at (37 £+ 1)°C
(20 * 4) hours and (44 * 4) hours

ENUMERATION

Enumerate all black colonies after (20 + 4) hours
and (44 + 4) hours of incubation
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